Failure of a heat and moisture exchanger as a cause of disconnection during anaesthesia.
Two cases of ventilator tubing mishaps, resulting from defective heat and moisture exchangers, are described. The report emphasises the need for preoperative inspection of the anaesthetic machine and associated equipment as well as the importance of a disconnect alarm device.